[Characterization of enzyme immunoassays for T4 determination].
We compared an enzyme immunoassay for T4 (MTPT4) developed in Halle with the Enzymun-Test T4, Boehringer Mannheim (BMT4). Calculated coefficients of correlation can not be used for interpretation of the two methods. By construction of Bias-profiles the evaluation of concentration depended precision and accuracy is possible. Both methods can be used equally in laboratory work.